Elsevier Lago, MA.; Rupérez Moreno, MJ.; Martínez Martínez, F.; Monserrat Aranda, C.; Larra, E.; Gueell, JL.; Peris-Martinez, C. (2015). A new methodology for the in vivo estimation of the elastic constants that characterize the patient-specific biomechanical behavior of the human cornea. Journal of Biomechanics. 48(1): 38-43. doi:10.1016/j.jbiomech.2014.11.009. A new methodology for the in-vivo estimation of the elastic constants that characterize the patient-specific biomechanical behavior of the human cornea 
A new methodology for the in-vivo estimation of the elastic constants that characterize the patient-specific biomechanical behavior of the human cornea The biomechanical characterization of in-vivo tissue is a growing field in surgical planning. Being able to characterize the mechanical behavior of human organs may allow the clinician to simulate their response to any manipulation performed by surgeons during an intervention. The case of the cornea is especially complex since the cornea shows a great variability between individuals and also has a strong sensitivity to age or temperature, thus conditioning its biomechanical behavior [6] . Being able to estimate in-vivo the mechanical response of the cornea can allow the detection of some pathologies whose symptoms may change the stiffness of the cornea [10] . Furthermore, the in-vivo estimation of the mechanical behavior of the cornea is the core of the analysis of the real response during surgical interventions [2, 4, 15, 7, 20] .
A biomechanical model of the cornea describes the response of the cornea in terms of displacements to the application of loads and the model can be used to simulate how the curvature of the cornea recovers after the implantation of intracorneal segments in patients with keratoconus [5] . In [2] , the authors stated that a biomechanical study before refractive corneal surgery is very helpful in quantitatively assessing the effect of each parameter on the optical outcome. In their work, a mechanical model of the human cornea was proposed and implemented under a finite element context to simulate the effects of some common surgical procedures such as photorefractive keratectomy (PRK) and limbal relaxing incisions (LRI). The model considered a non-linear anisotropic hyperelastic behavior of the cornea. The authors evaluated the effect of the incision variables on the change of curvature of the cornea to correct myopia and astigmatism. They concluded that the model reasonably approximated the corneal response to an increasing pressure. They also showed that tonometry underestimates the value of the IOP (Intra Ocular Pressure) after photorefractive keratectomy (PRK) or LASIK surgery.
The human cornea is considered to be an anisotropic, hyperelastic, and incompressible tissue [6] . Many different biomechanical models have been presented in the literature to model cornea behavior [12, 11, 15, 19, 20, 22] . Most previous works measured the elastic constants of those models using ex-vivo human corneas from an eye bank [23, 6] . Others, however, have used the material properties of animal corneas [1, 3] . Even though all of the constitutive models proposed in the literature up to now may be physically correct for modeling the mechanical behavior of the cornea, their accuracy (the realism provided by the simulation of the mechanical behavior of the cornea) relies on the elastic constants of those models, which for now are only an approximation of their real values. They are not patient-specific or estimated in-vivo. In order to get an accurate biomechanical model of the cornea, its mechanical behavior must be patient-specific and characterized in-vivo.
The ORA (Ocular Response Analyzer) device is one of the most commonly known devices for the characterization of corneal biomechanics in ophthalmology. This device provides the IOP along with the corneal hysteresis and the corneal resistance factor, which are a representation of the viscoelasticity of the cornea. The ORA results have been applied to obtain the relationship among the hysteresis, IOP, glaucoma, keratoconus, or aging [16, 13, 21] . However, the parameters provided by this device are not able to construct a physical model that is capable of reproducing the above-mentioned physical deformations; they are only an indirect measure of the elasticity of the cornea. In [8] , the ORA device was used to construct a viscoelastic biomechanical model of the cornea. By attaching a camera to the device, the authors validated the proposed model using a contact lens as a cornea model. However, as the authors stated, the proposed methodology was able to determine changes or variability in the elas-ticity of the cornea, but it could not estimate the biomechanical behavior of the cornea.
In 2011, the OCULUS Corvis R ST (OCULUS Optikgeräte GmbH, Münch-holzhäuser Str. 29 D-35582 Wetzlar, Germany) was presented. This tonometer and pachymeter also incorporates a high-speed camera that records the cornea when applying a controlled force by an air jet. Additionally, it provides the images of the 1st and 2nd applanation of the cornea in conjuntion with the ultrahigh-speed video of the corneal deformation. The Corvis ST has been approved by the US Food and Drug Administration as a tonometer and pachymeter but not for biomechanical applications. Nevertheless, the images and the video provided by this device can be used to obtain the in-vivo biomechanical response of the human cornea. Therefore, the elastic constants that characterize the constitutive equations of the models proposed for the human cornea can be estimated for each patient.
This paper presents a methodology to estimate the elastic constants that characterize the constitutive equations that describe the in-vivo biomechanical behavior of the human cornea for each patient. The Corvis ST device was used to obtain a video sequence of the cornea deformation. Using the images of the deformed cornea from this sequence, a search algorithm iterates over the elastic constants in order to simulate a deformation that is as close as possible to the real deformed cornea. The methodology was applied to 24 different corneas from 12 volunteer patients in order to estimate the hyperelastic behavior of the corneal tissue specifically for each eye of each patient. To the authors' knowledge, this is the first time that the elastic constants that describe the biomechanical behavior of the human cornea are characterized in-vivo.
Materials and methods
The methodology presented in this paper simulates the deformation of the cornea when applying an air jet to measure the IOP. This process is known as non-contact tonometry. The Corvis ST device was used by the Fundación Oftalmológica del Mediterráneo to take images of the cornea during the air pressure loading, thus obtaining a sequence of images from the initial state, passing through the state of maximum deformation, and eventually ending in an undeformed state. The simulation of the cornea deformation was performed using the Finite Element Method (FEM), which has been proved to be suitable for large deformations [8, 15] . Both segmentation and meshing of the cornea were performed using a MATLAB R script, which also controlled the subsequent iterative search algorithm.
Biomechanical model and boundary conditions
In this work, a second-order hyperelastic Ogden model was chosen since it provides enough complexity to prove the methodology without disregarding its realism. The energy potential function of the N-order Ogden model is defined in Equation 1. 
where N stands for the order; µ i and α i stand for the elastic parameters; λ 1 , λ 2 , and λ 3 are the deviatoric stretches; K 0i is the initial Bulk modulus; and J is the determinant of the elastic deformation gradient. The K 0i coefficient was fixed to 10 7 Pa assuming that the cornea is incompressible [15] . Therefore, for a second-order Ogden model, the parameters to be estimated in the model are the following:
The pictures taken from the Corvis ST device correspond to a 2D slice of a sectional plane of the real cornea of each patient. A light beam falls upon this plane during the air jet, and the cornea scatters the light reflecting the sectional plane on the camera sensor at an angle of 45
• . Figure 1 shows some frames of the high-speed video sequence taken from the device.
A 2D finite element mesh was constructed from the initial 2D slice using triangular elements. The nodes of the mesh corresponding to the edge of the peripheral cornea were restricted in all directions representing the anchoring with the sclera, which is thought to be 5 times stiffer than the cornea. The air jet was applied at the apex of the cornea with an average force of 15mmHg and an estimated diameter of 3mm, according to the manufacturer's indications.
Additionally, The state of maximum deformation of the cornea was taken from the high-speed video after the air jet application. The deformed cornea was segmented in order to compare the biomechanical simulation of its deformation with the real one.
Since the initial state of the cornea is actually subjected to the IOP and cannot be considered to be an undeformed state, the first step is to reproduce the deformed state due to the deformation caused by this pressure by estimating the initial stresses to which the cornea is subjected. This process is independent of the tonometer used to measure the IOP. It is also independent of the deformation of the cornea caused by the air jet produced by the Corvis ST device, and it is performed before its simulation. After the segmentation of the deformed cornea, the initial stresses were extracted by an iterative algorithm within the parameter search. The application of the initial stresses on the biomechanical The image of the cornea is segmented and meshed in both deformed and undeformed status. The IOP is applied to the undeformed model in order to obtain the initial stresses that are used to simulate the deformation due to the air jet. Finally, the simulated deformation is compared with the real deformation of the cornea, and the GSF value is retrieved. This is performed for each candidate set of parameters in the iterative algorithm.
model resulted in the initial state of the cornea. Then, the air jet was applied at the center of the cornea with the corresponding force and a new FE simulation was performed. This was carried out for each set of parameters proposed by the search algorithm.
Search algorithm
Generally, the optimization of a function is often performed by iterative search algorithms. These algorithms work by changing the input parameters of a fitness function (X) in an attempt to to minimize (or maximize) its values as Eq. 2 shows.X = arg min f (X) where
In this case, the function to optimize was the dissimilarity of the simulated deformed cornea and the real deformed cornea. The difference was calculated using the Geometric Similarity Function (GSF) which is a combination of the Jaccard Coefficient (JC) and the Modified Hausdorff Coefficient (MHD) [14] . JC measures the overlap of two volumes with 1 being a perfect overlap and 0 being no overlap at all. MHD is the average of the maximum distances between the surfaces of two volumes. Thus, the GSF takes into account not only the overlap of the volumes but also their absolute distance. Therefore, it is a suitable function to be optimized in order to find the elastic parameters [18] .
Since the GSF may present local minima (or maxima), complex algorithms need to be used to minimize its value. In this work, a genetic algorithm drives the iterative search. Genetic heuristics have proved to be suitable to estimate the elastic constants of soft tissue [9, 17] , achieving errors of less than 4%.
This methodology for estimating the parameters of the model has three steps: Initialization, Generation and Termination. Figure 2 shows the generation step for each candidate set of parameters.
1. Initialization: the algorithm generates an initial random population of elastic parameters X 0 within a given interval for each parameter. Additionally, the real deformed cornea is segmented.
2. Generation: successive populations X i+1 are generated iteratively by means of the following steps:
i. Initial stress is calculated for each individual set of parameters as follows:
a. The IOP is applied to the internal surface of the cornea considering its original state as a non-deformed state. b. The FEM simulates this loaded state with the Ogden model and the set of elastic constants estimated in each case by the search algorithm. This way, the stresses in the cornea are extracted. c. The extracted stresses are applied to the cornea as initial stresses along with the IOP. d. Steps a. and b. are iterated until the displacement of the cornea is negligible. e. The final stresses are obtained and used as the initial stress state for further deformation.
ii. The air jet is applied to the model with the initial stress, and the FEM is solved using each individual set of parameters.
iii. The GSF between each simulated deformation of the cornea and the real deformation is evaluated in the current population.
iv. The best individual sets are selected and tagged as parents.
v. A new population is generated both by combining parents (crossover) or by changing a parent randomly (mutation).
Termination: step 2 is iterated until a stop condition is triggered.
The stop condition can be from a maximum number of iterations, a sensitivity test between two iterations, or a timer. The parameters that achieve the best GSF value (which corresponds to the deformation that is most similar to the real one) are designated as the estimated parameters of the biomechanical modelX. 
Results
First, a synthetic experiment was performed in order to probe the methodology. The same cornea was deformed with two target sets of elastic constants of the biomechanical model. The target sets were X 1 : µ 1 = 11000, α 1 = 30, µ 2 = 35000, α 2 = 80 and X 2 : µ 1 = 36000, α 1 = 50, µ 2 = 32500, α 2 = 88 . Their selection was arbitrary within a previously estimated interval. The selection of IOP and pachymetry was also arbitrary, with the values of these variables corresponding to an average value among the values for all the patients. The search algorithm was launched in order to find these given sets of parameters. The results are shown in Table 1 .
Afterward, 24 samples from 12 patients with healthy corneas between the ages of 25 and 40 years old were used to apply the methodology. These patients were volunteers who gave informed consent. The deformations of the corneas were registered by the Corvis ST device in the Fundación Oftalmológica del Mediterráneo, and the specific value of the IOP and the pachymetry were measured for each cornea.
The biomechanical behavior of the 24 corneas was characterized, estimating the elastic constants of each one for the second-order Ogden model. Table 2 shows the estimated parameters for the left and right corneas for all of the patients as well as the JC and MHD values. Figure 3 shows the original segmented cornea, the simulated deformed cornea, and their differences for one patient. The gray values identify the correspondence between the two segmentations while the black and white pixels represent the signed differences (positive and negative). 
Discussion
The estimated parameters for the synthetic cases proved that the methodology is able to obtain a biomechanical model that is very similar to the target one. A mean relative error of less than 5% in the estimation of the µ parameters and an error of around 2.5% in the estimation of α parameters indicate a very small deviation from the target parameters. Even though GSF is very useful for performing the iterative search since it considers both overlap and distance, it is hard to translate its values into a real meaning. Therefore, only JC and MHD values are used to interpret the results. JC showed an overlap of 99%, and MHD showed a maximum distance of 2.5µm.
Moving on to the experiment with real corneas, the differences between pixels observed in Figure 3 show a thin line of non-matching pixels along the surface of the cornea (internal and external). Table 1 shows that this distribution of nonmatching pixels led to JC values of around 0.87 (87% overlap) which means that the majority of the cornea tissue is overlapping. Additionally, having as many white pixels as black pixels indicates that the maladjustment is distributed all along the surface and in the same proportion. On the other hand, the MHD values showed that the distances between the simulated and real deformed cornea were, on average, close to near 25µm (5% of the average corneal thickness), which indicates the high resemblance of the two images. Additionally, the JC and MHD values allow knowing how good the adjustment is, which gives an idea about the reliability of the estimated model for that specific patient.
The estimated parameters of the Ogden model obtained between individual patients proved to be very different due to the high variability in composition and heterogeneity of the population. Average values of 26034 ± 9960 Pa and 22962 ± 9531 Pa for µ 1 and µ 2 , respectively, and 75.11 ± 26.03 and 63.70 ± 25.01 for α 1 and α 2 , respectively, are in consonance with previous studies that pointed out this variability [6] .
Even though an isotropic hyperelastic Ogden model was used to prove the algorithm, the methodology presented here can be applied to any other biomechanical model chosen to represent the behavior of the cornea, even adding more complexity like considering anisotropy or viscoelasticity. The only difference will be the number of parameters that the genetic algorithm has to manage and the consequent computation time necessary.
The Corvis ST device that was used for the image acquisition proved to be suitable for this methodology even though more complex personalized devices could be used to characterize the anisotropy or viscoelasticity of the model. To the authors' knowledge, this is the only device currently on the market that can provide real-time video of the deformation, which allows the in-vivo characterization of the behavior of the human cornea. If more information about the undeformed and deformed cornea (such as a 3D reconstruction or a different type of deformation) were available, this methodology could achieve a much more accurate model.
The IOP determined by the tonometer Corvis ST is used to establish the initial state of the cornea. This is not a undeformed state that is free of loads but rather a state of initial stress which must be determined since it is an input to the model. According to most ophthalmologists, there is currently no clinical device that actually measures this variable accurately, and the methodology described here to estimate this initial stress state is independent of the device used to measure the IOP. This variable influences the accuracy of the estimated biomechanical model.
The worst values of JC and MHD appeared in cases where the position of the air jet was not exactly aimed at the center of the cornea, while, in the simulated model, it is always applied at its center. Therefore, the image acquisition must be carefully performed in order to avoid inaccurate and unreliable results. Correcting these abnormalities can lead to higher values of JC (similar to those obtained in the synthetic experiments), which would guarantee a lower error in the parameter estimation.
This methodology proved to be suitable in a simple 2D geometrical model of the cornea. Having a 3D geometry of the cornea which takes into account the thickness variability from the center to the periphery would increase the accuracy of the estimated biomechanical model and it would broaden the applications of having a biomechanical characterization of the corneal tissue. These 3D geometries of the cornea can be obtained by devices to measure the topography such as Pentacam.
It is important to highlight that the aim of the methodology presented in this paper is to characterize the in-vivo mechanical behavior of the corneal tissue of each patient. The main goal is to construct a model that accurately simulates the deformation that the cornea would undergo during a manipulation in a refractive surgery procedure. This methodology describes how to construct an accurate physical model for the cornea, and, therefore, no physiological parame-ters were estimated. In this paper, it has been proved that this can be routinely done within the clinical protocol and that the in-vivo biomechanical behavior of the cornea can be characterized specifically for each patient. Moreover, with these simulated deformations, additional physiological parameters could also be inferred.
Conclusions
This paper presented a methodology for the in-vivo estimation of the elastic constants that characterize the biomechanical behavior of the cornea of each patient. A search based on genetic heuristics was developed and the parameters of a hyperelastic, second-order Ogden model were estimated for each patient. Twenty-four patient-specific biomechanical models were constructed which proved to be very similar to the real behavior of the patients' corneas. This methodology is easily applicable to any biomechanical model and could be applied to more complex models also adding anisotropy and viscoelasticity. Furthermore, being able to estimate the biomechanical behavior of the cornea would also allow physiological and optical parameters like hysteresis or refractive power to be inferred and would also allow the cornea response to be simulated during and after refractive surgical procedures. Additionally, a very interesting line of research would be to classify cornea behavior taking into account different factors such as gender, age, or ocular diseases.
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